In vivo biofilm on the surface of a surgical mesh implant.
Mesh hernioplasty is among the most frequently performed surgical procedures. The introduction of mesh implants has decreased recurrence rates, but the use of synthetic materials carries the risk of infection and biofilm formation. This paper presents the course of the disease in the case of biofilm formation on the surface of an implanted surgical mesh. Antimicrobial therapy and partial removal of the implant were unsuccessful. Recurring surgical site infection could be managed only through total excision of the infected implant.